[Comparative filmmammography and xeromammographie (author's transl)].
Under optimal conditions xeromammography and filmmammography can reach about the same diagnostic accuracy. However because of the difficulty to detect xeroradiographically tiny microcalcifications filmmammography is to be considered as the optimal mammographic method provided it is carried out with rotating molybdenum anode and industrial type film for longer processing time.